
Sample Name   :InsB 9-23
Cat.   No.          : RP20391 
Lot.   No.          : PE6701605 

Pump A : 0.065% trifluoroacetic in 100% water (v/v)
Pump B : 0.05% trifluoroacetic in 100% acetonitrile (v/v)
Total Flow:1 ml/min
Wavelength:220 nm

 Time Unit Command Value Comment
  0.01 Pumps Pump A B.Conc 5
  25.00 Pumps Pump A B.Conc 65
  25.01 Pumps Pump A B.Conc 95
  31.00 Pumps Pump A B.Conc 95
  31.01 Pumps Pump A B.Conc 5
  40.00 Pumps Pump A B.Conc 5
   40.10 Controller Stop

<<Column Performance>>
<Detector A>
Column : AlltimaTM C18 4.6 x 250 mm

Peak Table
Detector A Ch1 220nm

Peak#
 1 
 2 
 3 

Total

Ret. Time
 13.717 
 14.455 
 14.662 

Area
 51776 

 3998984 
 105860 
 4156620 

Height
 9087 

 651932 
 18975 
 679993 

Area %
 1.246 
 96.208 
 2.547 

 100.000 
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