
Sample Name   : LL-37，scrambled
Cat.   No.          : RP20332
Lot.   No.          : PE1381707

Pump A : 0.065% trifluoroacetic in 100% water (v/v)
Pump B : 0.05% trifluoroacetic in 100% acetonitrile (v/v)
Total Flow:1 ml/min
Wavelength:220 nm

 Time Unit Command Value Comment
  0.01 Pumps Pump B Conc. 5
  25.00 Pumps Pump B Conc. 65
  25.01 Pumps Pump B Conc. 95
  31.00 Pumps Pump B Conc. 95
  31.01 Pumps Pump B Conc. 5
  40.00 Pumps Pump B Conc. 5
   40.01 Controller Stop

<<Column Performance>>
<Detector A>
Column : AlltimaTM C18 4.6 x 250 mm

Peak Table
Detector A Ch1 220nm

Peak#
 1 
 2 
 3 
 4 
 5 
 6 

Total

Ret. Time
 14.783 
 15.012 
 15.300 
 17.643 
 18.009 
 18.150 

Area
 26963 

 1921085 
 44985 
 3221 
 1201 
 4937 

 2002392 

Height
 4713 

 187599 
 6379 
 331 
 196 
 559 

 199777 

Area %
 1.347 
 95.940 
 2.247 
 0.161 
 0.060 
 0.247 

 100.000 
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